[The research and design of a constant flow pump for clinical ultrasonic emulsification].
A constant flow pump for clinical ultrasonic emulsification is developed, According to request, its output rotational speed can be continuously changed from 0 to 40 revolutions per minute. It can stably infuses emulsion to operating area.